Introduction
Fracture of stems in primary cemented hip arthroplasty is a known complication and has been attributed to varus positioning, excessive weight of the patient, resorbtion of the femoral calcar and failure of the cement mantle. [1] Fractures in uncemented revision femoral stems are rare. [2, 3] Busch et al. [3] attribute this to reduction in proximal support either in the form of bone loss or an extended trochanteric osteotomy
Smaller stems in particular are at a greater risk of fracture as the bending moment of a homogenous cylinder is inversely proportional to product of the young's modulus of elasticity and its area moment of inertia. [7] We report 3 cases of uncemented revision stem fractures. We summarize the variables affecting our patients especially regarding poor proximal support and small size of stems. Subsequent revision is described.
Case report Case 1
A 77-year-old gentleman had a right total hip arthroplasty done in 1998 and subsequently underwent a revision in 2004 of both the femoral and acetabular components for instability and failed prosthesis. An extended trochanteric osteotomy was used to extract the femoral stem which was replaced with a cementless bowed Solution™ stem [DePuy inc. Warsaw, Indiana] sized 13.5 mm. The trochanteric osteotomy was reattached with two Dall-Miles™ cables. 4 years later with he presented the emergency department with deteriorating groin pain in the absence of trauma. His radiograph [X- Ray 1] showed an extensive proximal osteolysis and a transverse fracture at the junction of the proximal and middle third of the stem. His re-revision surgery consisted of a proximal femoral osteotomy to remove proximal end of the stem with care. The distal portion was removed using osteotomes, wires and trephine. The stem was replaced with a 16 m m Re e f ™ p ro s t h e s i s [ D e P u y, Warsaw, Indian]. The reaming caused a Vancouver C type periprosthetic fracture and was treated with a Dall-Miles cable plate. The ETO was repaired using DallMiles cables [X- Ray 2] . The patient had an uneventful course to recovery. The post operative xray was taken at the patients last outpatient visit prior to discharge at a time period of 2 years post surgery. Patient was ambulating with a walking stick. A Dall-Miles cable was inserted distal to the claw and a proximal osteotomy was performed to reveal the upper 4 cm of the stem. A size 12.5mm curved osteotome was used carefully throughout the stem to free it up and then using vice-grips and a series of punches the stem was extracted. As the distal cement plug was still present from the primary surgery an intramedullary wire was then passed down through it and 8mm to 8.5 mm reamers were used to remove it. A Mooreland hook was then used to retrieve cement and the canal was further reamed to 14mm. The stem was replaced with a Restoration™ Cone bowed stem [Stryker, Mahwah, New Jersey]. The femoral osteotomy was then reattached using DallMiles cables. This patient continues to do well on ongoing follow-up [X- Ray 4] . Discussion Femoral metaphyseal bone loss and multiple hip surgery can make revision arthroplasty with cement challenging. [8] [9] Distal diaphyseal fixation achieved in extensively porous coated stems used in uncemented revision, help bypass this problem. [11] These implants give a tight diaphyseal fit and ensure good stability to reduce the likelihood of mechanical failure. [12] However, in these distally well fixed revision stems, finite element analysis done by Busch et al. [3] showed that a stress riser arose at the distal end of the ETO and coincided with all 5 of their fractured uncemented porous coated stems. They also found that undersized stems, high BMI (>30) poor proximal bone support, smaller diameter stems [<13.5mm] and extended trochanteric osteotomy were more prone to fracture. As can be seen from table 1. majority of these variables pertaining to the cases above are similar. In case 1 with Solution™ stem [DePuy inc. Warsaw, Indiana] the fracture was at the junction between proximal and middle thirds, as the patient had been symptomatic but ambulatory for 4 months prior to diagnosis we attribute its failure to cantilever forces occurring at the said junction. Patient weight (107kg) may have also been a contributory factor. In case 2 with Echelon™ Stem [Smith and Nephew, Memphis, Tennessee] the proximal bone support was compromised by a non-union of the ETO. The stem fracture was at the distal end of the ETO non un ion keep in g w it h t h e authors impression that it would lead to the earlier fracturing of the stem relative to the other two cases. The mechanism of failure as in the previous case would be cantilever forces generated by a weak proximal support. In case 3 Restoration™ stem [ S t r y ke r, M a h wa h , N ew Jersey] the stem fracture was distal in comparison to the previous two cases, we believe that the stress riser was due to the distal fixation rather than a weak proximal support. What is notable is that in all cases there was an absence of trauma and all patients presented with chronic complaints. Stress risers in extensively porous coated stems are derived from un-united extended trochanteric osteotomy (ETO), proximal bone loss and periprosthetic fractures. [5] In the case of an un-united ETO the stress rise may be double within a revision component. Proximal bone deficiency can be supported by cancellous impaction allografting [13] or a strut allograft on the tension side of the femur. [3] Impaction allografting supplements the proximomedial bone stock (Calcar) and may help decrease cantilever forces. Unfortunately this is not without complication as higher hoop stresses increase the risk of fracture. [13] The authors did not attempt to augment the proximal bone stock by this method for the same reason. Augmenting the tension side of the femoral ETO with a strut allograft and securing it with proximal and distal cables was an option, unfortunately this was neither available nor routine practice in our unit. The authors felt that the larger stem sizes were adequate in the three cases. The main principle of revision surgery is to achieve a stable fixation of the femoral component. The diaphyseal portion of the femur offers adequate bone stock and can be used for the same as a tight fit also offers good rotation stability. Failure generally tends to occur when the canal filling is inadequate. [12] . Adequate implants and tools must be available during revision [14, 15] as stem extraction can be lengthy and difficult as it was in case 3. Lastly when revising with modular stems one must note that most stems fail at the junction of the stem taper. This is due to reducing cross sectional area of the stem taper, it coinciding with the ETO and fretting corrosion that may affect the junction. [16] Therefore care should be taken during implanting Conclusion When planning complex revision cases involving long uncemented stems, attention should be given to the abovementioned variables.
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Clinical Message
Stem fractures are rare and usually present in an insidious fashion. X-rays of patients, which have the above, mentioned risk factors should be closely scrutinized as early diagnosis of impending failure can make revision surgery less difficult. 
Conclusion

